The purpose of the present study was to investigate the effectiveness of acute phase hybrid assistive limb (HAL) rehabilitation training for patients after stroke by measuring the difference in the severity of paralysis. Fifty-three acute stroke patients were enrolled in this prospective cohort study. HAL training was administered about twice per week, and the mean number of sessions was 3.9 ± 2.7. The walking training was performed on a treadmill with individually adjustable body weight support and speed and there was a 10-m walk test (10MWT) before and after each session. Assessment at baseline and at endpoint consisted of the Glasgow Coma Scale (GCS), Revised Hasegawa's Dementia Scale (HDS-R), Brunnstrom stage (Brs), Functional Independence Measure (FIM), Barthel index (BI), and 10MWT. We measured these assessments at the first walking training session and at the end of the final training session without the HAL. To evaluate the feasibility of training with the HAL, the outcome measures of BI, FIM, and speed and number of steps of 10MWT were compared before and after training using a paired Wilcoxon's signed-rank test in different Brs. Except for Brs IV, the Brs III or higher subgroups displayed significant amelioration in BI, and the Brs III subgroup displayed significant amelioration in FIM. The Brs V and VI subgroups displayed significant amelioration in 10-m walking speed and steps. In acute phase rehabilitation after stroke, it is thought that the HAL is more effective for patients with less lower-limb paralysis, such as Brs III or higher.
Introduction
Rehabilitation in the acute phase after stroke is an important treatment for improving patients' functional outcomes. [1] [2] [3] [4] [5] The hybrid assistive limb (HAL) suit is a wearable robot that estimates the wearer's motion intention and enhances their motion in real time. The HAL suit enhances motion by detecting bioelectrical signals (BESs), 6) recorded and amplified from hip and knee extensors and flexors via electromyography electrodes, and has been developed for the assistance of stroke patients. The HAL suit can aid rehabilitation using muscle activity and has the potential to intensify feedback. HAL-induced motion might also evoke sensory input, which has a favorable feedback effect on the central nervous system for the recovery of locomotor function. 7) Although some studies have evaluated the efficacy of rehabilitation using the HAL for the recovery of chronic phase patients after stroke, studies on acute phase rehabilitation after stroke with HAL are rare. 8) The purpose of the present study was to investigate the effectiveness of acute phase HAL rehabilitation training for patients after stroke by measuring the difference in the severity of paralysis.
Materials and Methods
This study was approved by the Ethics Committee of Fukuoka University Hospital. Between November 2011 and May 2014, a total of 100 patients have undergone rehabilitation training using the HAL in Fukuoka University Hospital, including 59 with stroke, 16 with brain tumor, 16 with spinal disease, and 9 with other conditions. With the exception of six convalescent phase stroke patients, 53 acute phase stroke patients were enrolled in this prospective cohort study. The training was performed by one or two physiotherapists and a doctor, who had trained to use the HAL system. In the first rehabilitation session with the HAL, the double-leg model of the HAL was used. From the second session, we used either the single-leg or the double-leg model, according to the patients' condition; i.e., the single-leg model was mainly used for cases of hemiplegia and the double-leg model was for cases of ataxia and paraplegia.
9) The physiotherapist provided instructions and feedback to the patient, and a large monitor showing the status of HAL was placed in front of the patient (Fig. 1) . The patient was able to learn the moving position of their center of gravity in real time, which allowed visual feedback.
Training started with the Cybernic Voluntary Control (CVC) mode providing complete control using BES, which was recorded by skin-surface electromyographic electrodes placed on the rectus femoris, vastus lateralis, gluteus maximus, and biceps femoris muscles. The HAL recorded the BES generated by the patient's muscle activities and floor reaction force caused by the patient's intended weight shifts, and the patients operated the HAL by adjusting their muscle activities. Therefore, the HAL was able to conduct training by providing motion support in response to the patient's voluntary drive. HAL training was administered about twice per week, and the mean number of sessions was 3.9 ± 2.7. After the HAL suit was attached to the patients, knee flexion and stretch and sit-tostand training were performed. During the training, the physiotherapist checked the BES and adjusted the motor assist level of the HAL. Next, the walking training was performed on a treadmill with individually adjustable body weight support and speed. Patients underwent a 10-m walk test (10MWT) before and after each session. The training was supervised by physiotherapists and a medical doctor. Assessment at baseline and at endpoint consisted of the Glasgow Coma Scale (GCS), Revised Hasegawa's Dementia Scale (HDS-R), Brunnstrom stage (Brs), Functional Independence Measure (FIM), Barthel Index (BI), and the 10MWT. We measured 10MWT in patients at the start of the first walking training session and at the end of the final training session; both measurements were made without the HAL.
We divided the 53 patients into 6 groups by severity of lower-limb paralysis according to Brs (Table 1) . Brs was used to assess motor recovery of the paralytic lower limb, 10) and was categorized as follows: Brs I (n = 7), flaccid paralysis; Brs II (n = 5), increased muscle tone without active movement; Brs III (n = 12), increased muscle tone with active movement, mainly in rigid extension synergy; Brs IV (n = 7), increased muscle tone with alternating gross movement in extension and flexion synergies; Brs V (n = 12), normal muscle tone with some degree of selective muscle control; and Brs VI (n = 10), normal muscle tone and control.
To evaluate the feasibility of training with the HAL, the outcome measures of BI, FIM, and speed and number of steps of 10MWT were compared before and after training using a paired Wilcoxon's signed-rank test in different Brs. Statistical differences of p < 0.05 were considered significant. Data analysis was performed using SPSS version 21.0.J (IBM Corp., Armonk, NewYork, USA). Table 1 summarizes patient information for cases in different Brs before training. Table 2 summarizes BI, FIM, and speed and steps of 10MWT before and after training. These data are shown as mean ± standard deviation (SD). Fig. 2 shows the mean improvement concerning BI in all different Brs before and after training, and statistically significant differences were seen in Brs III, V, and VI. Fig. 3 shows a change in the mean of the FIM; the score increased in Brs I, III, IV, and VI. In Brs II, the FIM was not available because we did not measure it in this group. Fig. 4 shows that all patients increased their gait speed from before to after training assessments except for two patients in Brs IV and one patient in Brs V. We observed a significant increase in gait speed in Brs V and VI. Fig. 5 showed that the number of steps was decreased in all patients except for one patient in Brs IV, and a significant difference was seen in Brs V and VI. In Brs I and II, speed and steps of 10MWT were not available; the patients had difficulty in 10-m walking in this group because of their severe paralysis. 
Results

Discussion
Some past reports have demonstrated electromechanical devices for gait rehabilitation, such as the Lokomat, 11, 12) Gait Trainer, 13) and Gait Master. 14) These devices were developed to help patients in the swing phase, and control patient movements using a personal computer to assist them in moving their legs in a physiological gait pattern on a moving treadmill. Patients cannot influence the motion by themselves because these systems use a fixed gait pattern. The HAL for the lower limbs is a robotic suit that assists voluntary control of knee and hip joint motion by the detection of BES on the skin surface. It generates power-assisted torque by amplifying the patients' joint torque, which is estimated by the BES recorded on their skin. The HAL's characteristic feature is that it is a wearable robot that estimates the wearer's motion intention and enhances his or her motion in real time. The HAL suit can potentially intensify feedback when aiding rehabilitation using muscle activity. HAL-induced motion might also evoke sensory input, which has a favorable feedback effect on the central nervous system toward recovery of locomotor function.
7)
Many recent studies have reported the efficacy of rehabilitation using the HAL. 8, [15] [16] [17] It is difficult to directly compare these studies and our study because of differences in disease, severity and duration of the disorder, robotic features, methods of investigation, and outcome measures. Some studies have demonstrated that HAL rehabilitation is feasible and safe in the acute phase after stroke. 8, 15) Studies of chronic phase rehabilitation with the HAL have been performed a number of times; however, frequent training with the HAL for patients in the acute phase is not easy because an early transfer to a convalescence hospital is needed. An improvement was also seen in BI, FIM, and speed and number of steps of 10MWT in our study, despite the small amount of training with the HAL (average of about four sessions), which implies the usefulness of the HAL in acute phase rehabilitation. To investigate our findings on the feasibility of training using the HAL, we explored the effectiveness of the HAL in each of the subgroups based on Brs. Except for Brs IV, all Brs III or higher subgroups displayed significant amelioration in BI, and the Brs III subgroup displayed significant amelioration in FIM. The Brs V and VI subgroups displayed significant amelioration in the speed and steps of 10MWT. These results suggest that training with the HAL was effective for patients with lower-limb paralysis of Brs III or higher.
In this study, patients with severe hemiparesis, such as those in Brs I and II, did not show significant amelioration in all the BI, FIM, and 10MWT, possibly because the HAL could not act effectively on them. According to Maeshima et al., 18) walking while wearing the HAL suit requires adaptation to a new gait pattern and coordination of movements, and severely hemiplegic patients may experience difficulty in rapidly adapting to a new gait pattern. One reason is that it is difficult for severely hemiplegic patients to perform activities using their muscles because the HAL suit uses only weak BES to provide power assistance, resulting in decreased walking speed. To address this problem, before we started gait training with the HAL for severely hemiplegic patients in particular, we performed sit-to-stand training and balance training in a standing position. This training was done because it would aid the patients in producing BES. 19) We made the best of training with HAL although there were no significant improvements of BI, FIM, or 10MWT in our study for patients with severe hemiplegia.
Kubota et al. 7) showed that the improvement in gait speed with HAL training was mainly brought about by improvement in cadence, and HAL training improved stride frequency more than stride length; this finding is in agreement with that of a previous robotic training study. 20) In our study, the Brs V and VI subgroups showed a significantly increased 10MWT speed and a decreased number of steps. It was thought that patients with mild paralysis could produce relatively strong BES and that the HAL acted on them more effectively, and the improved walking rate and decreased number of steps in 10MWT were a result of the walk balance improving via training with the HAL.
The mean number of sessions in this study was 3.9 ± 2.7; the SD was high. One reason is that 10 of the 53 patients could undergo rehabilitation with the HAL only once, mainly because it did not accommodate their height or abdominal circumference, and because acute phase patients did not find it easy to receive instruction and to comprehend the use of the HAL because of their reduced higherorder brain functions.
Study Limitations
This study had some limitations. This study was not a randomized controlled trial and could not compare the efficacy of HAL training with conventional rehabilitation. Because only a small number of patients were included in each Brs subgroup, the statistical power was low. We could not exclude pathological bias because the term "stroke" was used for both brain ischemia and brain hemorrhage. Further studies are needed to assess the HAL's effectiveness.
Conclusion
In acute phase rehabilitation after stroke, the HAL was found to be more effective for patients with less lower-limb paralysis, such as Brs III or more. When using the HAL for severely hemiplegic patients, it might be useful to record stronger BES to perform sit-to-stand training and balance training in a standing position thoroughly before gait training. Further studies are needed to analyze the effectiveness of the evaluation and the methods for the effective use of the HAL.
